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Technical Textiles for Medtech Applications Sectional Committee, TXD 36 


FOREWORD 

This Indian Standard was adopted by the Bureau of Indian Standards, after the draft finalized by the Technical 
Textiles for Medtech Applications Sectional Committee had been approved by the Textiles Division Council. 
The composition of the Committee responsible for the formulation of this standard is given in Annex B. 

For the purpose of deciding whether a particular requirement of this standard is complied with the final value, 
observed or calculated expressing the result of a test or analysis shall be rounded off in accordance with IS 2 : 1960 


‘Rules for rounding off numerical values ( revised )’. The number of significant places retained in the rounded off 
value should be the same as that of the specified value in this standard. 
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Indian Standard 


MEDICAL TEXTILES — NONWOVEN FABRIC FOR 
WIPES — SPECIFICATION 


1 SCOPE 


1.1 This standard specifies minimum performance 
requirements for non-woven fabric for single use dry 
or wet wipes for baby care and personal hygiene (baby, 
adult, facial, skin etc). 


1.2 This standard does not specify the general 
appearance, feel, lustre, design and shade of the fabric. 


2 REFERENCES 


The standards listed in Annex A contain provisions 
which through reference in this text, constitute 
provisions of this standard. At the time of publication, 
the editions indicated were valid. All standards are 
subject to revision and parties to agreements based 
on this standard are encouraged to investigate the 
possibility of applying the most recent editions of the 
standards indicated in Annex A. 


3 TERMS AND DEFINITIONS 


For the purpose of this standard, the following term 
shall apply: 


3.1 Manufacturer — Natural or legal person with 
responsibility for the processing of raw material or 
inputs in any manner that results in the emergence of a 
new product having a distinct name, character and use. 


3.2 Non-woven Fabric — Nonwovens are structures of 
textile materials, such as fibres, continuous filaments, 
or chopped yarns of any nature or origin, that have been 
formed into webs by any means, and bonded together 
by chemical, mechanical, heat or solvent treatment etc., 
excluding the interlacing of yarns as in woven fabric, 
knitted fabric, laces, braided fabric or tufted fabric. 


3.3 Single-use Product — Product intended by the 
manufacturer to be used only once. 


4 MATERIALS 


The non-woven fabric (spunlace or spunbond or 
combination of both) shall be manufactured from 
cotton or viscose or blends of cotton, viscose, bamboo, 
polyester and polypropylene fibres. The product shall 
contain at least 20 percent of cotton or/and viscose 
fibre. 


5 WORKMANSHIP AND FINISH 


The non-woven fabric shall be clean and free from 
substances liable to cause tendering during storage. The 
manufacture and preparation of the non-woven fabric 
shall be conducted under proper hygienic conditions. 
The length and width of non-woven fabric roll shall be 
as per the agreement between the buyer and the seller. 


6 REQUIREMENTS 


The non-woven fabric shall conform to the requirements 
specified in Table 1. 


7 PACKING 


The fabric shall be packed in rolls of 1 000 m in length 
or as agreed to between the buyer and the seller. The 
non-woven fabric shall be packed securely so as to 
allow normal handling and transport without tearing 
and exposing the contents. Details of the packing 
shall be as agreed between the buyer and the seller. 
Packaging of the product shall be, such as to maintain 
the integrity of the product throughout its shelf life. 


8 MARKING 


8.1 Each roll of non-woven fabric shall be legibly and 
indelibly marked with following information: 

a) Manufacturer’s name, initials or trademark, if any; 

b) Batch /lot number; 

c) Month and year of manufacture; 

d) Length and width of the roll; 

e) Weight per square metre, g/m’; 

f) Declared fibre composition; 

g) Country of manufacture; and 


h) Any other requirement as per Medical Device 
Rules, 2017 or as required by the law in force or 
as agreed between the buyer and the seller. 


8.2 BIS Certification Marking 


The product(s) conforming to the requirements of 
this standard may be certified as per the conformity 
assessment schemes under the provisions of the 
Bureau of Indian Standards Act, 2016 and the Rules 
and Regulations framed thereunder, and the product(s) 
may be marked with the Standard Mark. 
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Table 1 Performance Requirement for Nonwoven Fabric 
( Clause 6.1 ) 


SINo. Characteristics Requirement Method of Test, Ref To 
0) (2) 3) (4) 
i) Fibre identification at least 20 percent of cotton or/and viscose fibre IS 667 
ii) Weight per square metre, g/m? 30-70 IS 15891 (Part 1) 
111) Absorption 
a) Sinking time, s, Max 5 IS 15891 (Part 6) 
b) Water holding capacity, percent, Min 300 
iv) Breaking strength (dry), N, Min 
a) Machine direction 30 IS 15891 (Part 18) 
b) Cross direction 10 
v) Breaking strength (wet), N, Min 
a) Machine direction 10 IS 15891 (Part 18) 
b) Cross direction 3 
vi) pH 5.5-8.0 IS 1390 
Table 2 Number of Rolls of Nonwoven Fabric to be Selected 
( Clauses 9.1.2, 9.2.1, 9.2.1.1, 9.2.2 and 9.2.3 ) 
SI No. Number of Rolls Sample Size Permissible Number of | Sub-Sample Size Permissible Number of Non- 
in Lot (No. of Rolls) | Non-Conforming Rolls (No. of Rolls) Conforming Rolls 
a) (2) 6) (4) (5) (6) 
i) Up to 50 5 0 3 0 
ii) 51 to 150 8 0 5 0 
iii) 151 to 280 13 1 8 0 
iv) 281 to 500 20 2 8 0 
v) 501 and above 32 3 13 1 
9 SAMPLING AND CRITERIA FOR 9.2 Number of Tests and Criteria for Conformity 
CONFORMITY 
9.2.1 All the rolls of non-woven fabric s selected as per 
9.1 Lot column 3 of Table 2 shall be examined for workmanship 


All the rolls of non-woven fabric with same material, 
construction, dimensions and produced under similar 
conditions of manufacture shall constitute a lot. 


9.1.1 Each lot shall be tested separately for ascertaining 
the conformity of the lot. 


9.1.2 Unless otherwise agreed, the number of rolls to 
be selected from the lot shall depend on the size of the 
lot and shall be in accordance with column 2, column 3 
and column 5 of Table 2. 


9.1.3 These rolls shall be selected at random from 
the lot. For this purpose, reference may be made to 
IS 4905. 


and finish (see 5). 


9.2.1.1 Any roll failing in one or more of the above 
requirements shall be termed as defective. The lot shall 
be considered as conforming to the above requirements, 
if the total number of defectives found in the sample is 
less than or equal to the acceptance number given in 
column 4 of Table 2. Otherwise, the lot shall be rejected. 


9.2.2 Out of the sample already found satisfactory 
according to 9.2.1.1, a sub-sample as per column 5 of 
Table 2 shall be taken. This sub-sample shall be further 
tested for the remaining requirements. 


9.2.3 The lot shall be considered as conforming to the 
requirements of the specification if the total number of 
defective products found in the sample (as per 9.2.2) is 
less than, or equal to the acceptance number as given in 
column 6 of Table 2. 


IS No. 
667 : 1981 
1390 : 2019/ 


ISO 3071 : 2005 


4905 : 2015/ 
ISO 24153 : 2009 


ANNEX A 
( Clause 2 ) 
LIST OF REFERRED INDIAN STANDARDS 


Title 


Methods for identification 


of textile fibres 
(first revision) 
Textiles — Determination 


of pH of aqueous extract 
(second revision) 


Random sampling and 
randomization procedures 
(first revision) 


IS No. 


15891 (Part 1) : 2011/ 
ISO 9073-1 : 1989 


15891 (Part 6) : 2012/ 
ISO 9073-6 : 2000 


15891(Part 18) : 2017/ 
ISO 9073-18 : 2007 
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Title 


Textiles — Test methods 
for nonwovens: Part 1 
Determination of mass per 
unit area 


Textiles — Test methods 
for nonwovens: Part 6 
Absorption 


Textiles — Test methods 
for nonwovens: Part 18 
Determination of breaking 
strength and elongation of 
nonwoven materials using 
the grab tensile test 
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ANNEXB 
( Foreword ) 
COMMITTEE COMPOSITION 
Technical Textiles for Medtech Applications, TXD 36 


Organization 


The South India Textile Research Association, 
Coimbatore 


3 M India Limited, New Delhi 

Association of Indian Medical Devices (AiMeD), 
New Delhi 

All Indian Institute of Medical Sciences, New Delhi 

Business Coordination House, New Delhi 

Cologenesis Healthcare Pvt Ltd, Salem 

Defence Research and Development Establishment 
(DRDE), Gwalior 

DGAFMS, Ministry of Defence, New Delhi 

DGQA (Ministry of Defence), New Delhi 

Director General of Health Services, New Delhi 

M/s Dispoline India Private Limited, Bengaluru 


Dr Sabharwals Manufacturing Labs Pvt Ltd, 
Panchkula 


Federation of Indian Chambers of Commerce & 
Industry, New Delhi 


Ginni Filaments Limited, Noida 
Govt Medical College and ESI Hospital, Coimbatore 


Indian Council of Medical Research, New Delhi 
Indian Institute of Technology, New Delhi 


Indian Technical Textile Association, Mumbai 
Johnson and Johnson Ltd, Mumbai 


Kamal Healthcare Pvt Limited, Tamilnadu 
KOB Medical Textiles Pvt Ltd, Palladam 


Livinguard Technologies Pvt Ltd, Mumbai 


Representative(s) 
Dr PRAKASH VASUDEVAN (Chairman) 


SHRI KULVEEN SINGH BALI 
SHRIMATI PRABHA HEGDE (Alternate) 


Dr G. D. AGARWAL 
SHRI JITENDRA SACHCHADE (Alternate) 


DR VIJAYDEEP SIDDHARTH 
Dr Anoop DaGa (Alternate) 


SHRI SAMEER GUPTA 
SHRIMATI RITIKA GUPTA (Alternate) 


SHRI R. KRISHNAKUMAR 
SHRI K. RAMPRASAD (Alternate) 


DR Vikas B. THAKRE 
SHRI SURAJ BHARATI (Alternate) 


CoL RAMESH CHANDRA 
SURG LT Cor KOTIAN V. GOPAL (Alternate) 


SHRI SENTHIL KUMAR 
SHRI ARNAB DAS (Alternate) 


Dr INDER PRAKASH 
DR SUNNY SWARNKAR (Alternate) 


SHRI SUMIT MARWAH. 


SHRI MANISH SABHARWAL 
SHRI DHRUV SABHARWAL (Alternate) 


DR SANJIV REHLAN 
Ms Tutsi (Alternate) 


SHRI PRAMOD SHARMA 


Dr N. TAMILSELVEN 
Dr K. KULENDAIVELU (Alternate) 


DR CHANDRA SHEKHAR 


PROF ASHWINI AGARWAL 
PROF VIPIN KUMAR (Alternate) 


Dr ANUP RAKSHIT 
Mr MAHESH KUDAR (Alternate) 


SHRI RAM SHUKLA 
MR VIVEK BANSAL (Alternate) 


SHRI S. SANKAR MARIMUTHU 


SHRI ARUN BUCHADE 
SHRI S. KUMAR SUBRAMANIAN (Alternate) 


Ms SHIVANI SWAMI 
Dr SHEFALI MISHRA (Alternate) 
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Organization Representative(s) 

Maulana Azad Medical College, New Delhi Dr P. N. AGARWAL 

DR U. C. VERMA (Alternate) 
Medline Healthcare Industries Pvt Ltd, Pune MR ANTHONY DCOSTA 

SHRI DHAVAL GHUGE (Alternate) 
National Physical Laboratory, New Delhi Dr SANJAY YADAV 

Dr SHANKAR G. AGGARWAL (Alternate) 
Nobel Hygiene, Mumbai SHRI KAMAL JOHARI 

Mr Joy Devassy (Alternate) 
Office of the Drug Controller (CDSCO), Delhi Dr RAVIKANT SHARMA 

MR ARVIND HIWALE (Alternate) 
Office of the Textile Commissioner, Mumbai SHRI SIVAKUMAR S. 

SHRI NARROTAM Kumar (Alternate) 
PGIMER, Chandigarh Dr PANKAJ ARORA 
Procter and Gamble Co, Mumbai SHRI PRASHANT JADHAV 

SHRI SIVAKUMAR (Alternate) 
Surgicotfab Textile Pvt Ltd, Ahmedabad SHRI PARESH PATEL 
Textiles Committee, Mumbai SHRI KARTIKEYAN DHANDA 


Ms SHILPI CHAUHAN (Alternate) 


The Bombay Textile Research Association, Mumbai SHRIMATI ARUNA APTE 


The South India Textile Research Association, Dr E. SANTHINI 
Coimbatore SHRI VEERA SUBRAMANIAM (Alternate) 
The Synthetics and Art Silk Mills Research DR MANISHA MATHUR 
Association, Mumbai SHRIMATI S. S. DONGRE (Alternate) 
Vimta Lab Limited, Hyderabad Dr MUKESH AGRAWAL 
SHRI JAGADEESH KODALI (Alternate) 
BIS Directorate General Suri A. K. BERA, SCIENTIST ‘F’ AND HEAD (TXD) 


[ REPRESENTING DIRECTOR GENERAL (Ex-officio ) ] 


Member Secretary 


SHRI DHARMBEER 
SCIENTIST ‘C’ (TXD), BIS 


Bureau of Indian Standards 


BIS is a statutory institution established under the Bureau of Indian Standards Act, 2016 to promote harmonious 
development of the activities of standardization, marking and quality certification of goods and attending to 
connected matters in the country. 


Copyright 


BIS has the copyright of all its publications. No part ofthese publications may be reproduced in any form without 
the prior permission in writing of BIS. This does not preclude the free use, in the course of implementing the 
standard, of necessary details, such as symbols and sizes, type or grade designations. Enquiries relating to 
copyright be addressed to the Director (Publications), BIS. 


Review of Indian Standards 


Amendments are issued to standards as the need arises on the basis of comments. Standards are also reviewed 
periodically; a standard along with amendments is reaffirmed when such review indicates that no changes are 
needed; if the review indicates that changes are needed, it is taken up for revision. Users of Indian Standards 
should ascertain that they are in possession of the latest amendments or edition by referring to the latest issue of 
‘BIS Catalogue’ and ‘Standards: Monthly Additions’. 


This Indian Standard has been developed from Doc No.: TXD 36 (17509). 
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